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Imaging of structural defects in a material can be realized with a radio-frequency atomic magne-
tometer by monitoring the material’s response to a radio-frequency excitation field. We demonstrate
two measurement configurations that enable the increase of the amplitude and phase contrast in
images that represent a structural defect in highly electrically conductive and high magnetic perme-
ability samples. Both concepts involve the elimination of the excitation field component, orthogonal
to the sample surface, from the atomic magnetometer signal. The first method relies on the imple-
mentation of a set of coils that directly compensates the excitation field component in the magne-
tometer signal. The second takes advantage of the fact that the radio-frequency magnetometer is
not sensitive to the magnetic field oscillating along one of its axes. Results from simple modelling
confirm the experimental observation and are discussed in detail.
Implementation of radio-frequency (rf) magnetic fields
in non-destructive testing provides a cost-effective op-
tion for the detection of structural defects, particularly
in cases when there is no direct access to the surface of
the studied sample. The technique relies on monitoring
the material response to the so-called primary magnetic
field ( ~B) created by an rf coil [1]. The material response
can be detected in a variety of ways. Traditionally this
is achieved by monitoring the impedance of the rf coil
(or a dedicated pickup coil) [1–5]. However, the sim-
plicity of instrumentation in this type of measurement is
outweighed by the signal sensitivity degradation at low
frequencies. Alternatives involve the implementation of
magnetic sensors such as giant magnetoresistance (GMR)
magnetometers [6–8], superconducting quantum interfer-
ence devices (SQUIDs) [9, 10], and radio-frequency mag-
netometers [11–15]. The magnetic field sensors directly
monitor the response of the medium, the so-called sec-
ondary magnetic field (~b). The secondary field is pro-
duced by the primary magnetic field through eddy cur-
rents excited in highly electrically conductive samples, or
magnetisation induced in samples with a high magnetic
permeability [15], and contains signatures of the inhomo-
geneities/ structural defects within the sample.
The focus of our studies is material defect imaging with
a rf atomic magnetometer. We have previously demon-
strated detection of defects (in the form of a recess) in
carbon steel objects [15] and analysed the shape of the
spatial profiles observed in amplitude and phase images
[16]. The images recorded are produced from the varia-
tions in the phase and amplitude of the rf spectroscopy
signal measured by the atomic magnetometer while scan-
ning across the material. The rf field monitored by the
magnetometer contains contributions from the primary
and secondary magnetic field. A strong primary field
contribution in the magnetometer signal results in the
mapping of the two orthogonal components of the sec-
ondary field, bz and by, onto the amplitude and phase
of the rf spectroscopy signal respectively. We have pre-
viously reported that the component of the secondary
field, by, parallel to the sample surface changes its sign
in the vicinity of the surface crack (recess) [16]. As a
consequence of a strong primary field, variations in the
resultant field recorded by the rf atomic magnetometer
measure the direction flip of the secondary field com-
ponent, however the observed rf signal phase change is
smaller than the actual change in by.
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FIG. 1. Main components of the experimental setup. The
secondary magnetic field is produced by the sample (plate
with recess) response to the primary field created by the rf
coil. The atomic magnetometer signal combines components
created by the primary field and the secondary magnetic field.
The primary field contribution is compensated in the vapour
cell by a set of two rf coils oriented along the zˆ and yˆ direc-
tions.
In this paper, we demonstrate two simple methods of
improving structural defect imaging with an rf atomic
magnetometer. Both concepts involve the elimination of
the primary field component, orthogonal to the sample
surface, from the atomic magnetometer signal. The first
relies on the implementation of a set of coils that cre-
ates an oscillating magnetic field, ~BC , that compensates
the primary field contribution to the resultant field mon-
itored by the atomic magnetometer vapour cell (Fig. 1),
without changing the efficiency of the ~b excitation. The
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2second method benefits from the fact that the rf atomic
magnetometer is not sensitive to magnetic fields oscillat-
ing along the static bias field axis, ~Bbias (Fig. 1) [17].
For ~Bbias oriented along ~B direction, Bz will be absent
in the rf atomic magnetometer signal and the measure-
ment configuration becomes equivalent to that when the
primary field component is compensated. We are going
to show that the elimination of the primary field compo-
nent from the magnetometer signal significantly increases
the phase, and amplitude contrast of the images. This
could provide a significatly quicker indication of a de-
fect in non-destructive tests of large area samples. The
concepts will be explored in the context of highly elec-
trically conductive (aluminium) and highly magnetically
permeable samples (carbon steel).
Since the experimental setup is similar to that de-
scribed in [15, 16, 18] only the essential components
will be briefly discussed here. The measurement sig-
nal comes from the phase and amplitude change in the
rf resonance spectra registered by an rf atomic magne-
tometer as a sample is moved under the rf coil (Fig. 1).
The rf coil producing ~B is driven by the internally ref-
erenced output of a lock-in amplifier (SRS 865). The
samples are fixed to a 2D, computer-controlled transla-
tion stage. The sample is located approximately 30 cm
from the cell and the coil is placed 1 mm-2 mm above
the sample surface. A set of two rf coils oriented along
zˆ and yˆ creates an oscillating magnetic field, ~BC , that
compensates the primary field seen by the atomic mag-
netometer. The compensation coils are driven by the
output of the same lock-in amplifier used to generate ~B.
This keeps a constant phase difference between the fields
~B and ~BC . The amplitudes of the two components of
~BC are varied by changing the distance of the respective
coils from the vapour cell. The resultant magnetic field
monitored by the rf atomic magnetometer includes com-
ponents from the primary, secondary and compensation
field, i.e. ~b+ ~B+ ~BC = ~b+ ~B′. The measurements are per-
formed in a magnetically unshielded environment, where
~Bbias is stabilised by three pairs of nested, orthogonal,
square Helmholtz coils [14, 15, 19]. The strength of the
bias field (| ~Bbias|) defines the operating frequency of the
system (in most of the measurements equal to 12.6 kHz),
i.e. the frequency of the magnetic resonance and the
required primary field frequency. The atomic magne-
tometer is based on room temperature caesium atomic
vapour (atomic density nCs = 3.3× 1010 cm−3) housed
in a paraffin-coated glass cell. Caesium atoms are opti-
cally pumped into the stretched state (F = 4,mF = 4)
with a circularly polarised laser locked to the Cs 6 2S1/2
F=3→ 6 2P3/2 F’=2 transition (D2 line, 852 nm) prop-
agating along the bias magnetic field ~Bbias. The probe
beam (30µW) is 580 MHz blue shifted from the 6 2S1/2
F=4→ 6 2P3/2 F’=5 transition via phase-offset-locking
to the pump beam. Coherent spin precession of the Cs
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FIG. 2. Simulation of the secondary field components by and
bz (marked with dashed red and solid blue lines respectively).
The coil is moved along the y axis across the centre of the re-
cess. Maximum values of by, and bz within the recess bound-
aries are referred to as by,max, and bz,max.
atoms is coupled to the polarisation of the probe beam
(Faraday rotation) and is detected with a balanced po-
larimeter. Our experimental configuration, Fig. 1, allows
the determination of amplitude and phase (orientation)
of the rf field in the yz plane, since only the components
perpendicular to bias magnetic field excite atomic pre-
cession. The amplitude (R=
√
(by +B′y)2 + (bz +B′z)2)
and the phase (φ = arctan
by+B
′
y
bz+B′z
) of the rf spectroscopy
signal describe the changes in the resultant field, where
bz +B
′
z and by +B
′
y are the two quadrature components
of the rf signal.
In most of the measurements, the frequency of the pri-
mary field has been scanned across the rf resonance, i.e.
the whole resonance profile has been recorded, for each
point of the image [15]. We also tested an alternative
mode of data acquisition, which significantly decreases
the image acquisition time. In this mode, the modulation
of the ~B frequency has been replaced with low-frequency
modulation (1 Hz-20 Hz) of the amplitude of ~Bbias. Since
the amplitude of the bias field is stabilised with the flux-
gate magnetometer [15], a small planar coil placed on top
of the fluxgate magnetometer is used to modulate ~Bbias.
As a result of this, the output of the fluxgate contains
an oscillatory component in the relevant direction. In
this case, the signal recorded by a lock-in amplifier de-
modulating the magnetometer signal at the primary field
frequency will contain a low-frequency oscillation with an
amplitude equal to that of the rf resonance amplitude. A
second lock-in amplifier referenced to the frequency of the
~Bbias amplitude modulation enables the readout of the rf
resonance amplitude. The extent of the ~Bbias amplitude
modulation can accommodate any imperfection in the
bias field stabilisation, i.e. possible shifts in resonance
frequency at different locations across the sample.
We begin with a model of ~b in the case of a 1D scan of
the rf coil position in the yˆ direction across the centre of
the recess for a highly electrically conductive sample, Fig.
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FIG. 3. The modelled change in the signal phase (dotted black line) and the amplitude (solid red line) of the magnetic resonance
signal over a recess recorded by a magnetometer for various amplitudes of the primary field components. The vertical axis of
the image array represents changes in the vertical component, while the horizontal axis represents changes in the horizontal
component of the primary field. Amplitude expressed in units of by,max.
1 [20]. In this geometry only the by and bz components
have a non-zero value. Figure 2 shows the dependence of
the secondary rf field components on the rf coil position.
In a homogeneous sample (i.e. far from the recess), the
eddy current flow has a circular symmetry and ~b has only
one non-zero component, bz (solid blue line in Fig. 2).
In the vicinity of the recess, the symmetry of the eddy
current flow is broken and a non-zero component of ~b is
produced in the yz plane (dashed red line in Fig. 2). The
asymmetry of the eddy current flow is mirrored on the
other side of the recess, resulting in the opposite sign of
by. In the case where the rf coil is above the recess, the
magnetic flux through the plate becomes smaller since
the coil lift-off is greater, hence |~b| decreases. We will
refer to the maximum value of by, and bz within the recess
boundaries as by,max, and bz,max.
As we have shown previously [16], in the presence of a
strong primary field ~B along zˆ, changes in the secondary
field components are mapped onto the amplitude (bz)
and phase (by) of the rf spectroscopy signal. Changes
in the resultant magnetic field monitored by the atomic
magnetometer are relatively small as they appear on top
of a much bigger primary field. To provide better in-
sight, we consider the case where |~b| ∼ 13 | ~B| along both
zˆ and yˆ. Here, the observed amplitude and phase con-
trasts are estimated to be CR ≤ 0.05 and Cφ ≤ 4◦ re-
spectively, where CR = (RMax − RMin)/(RMax + RMin)
and Cφ = φMax−φMin, with RMax, RMin, φMax, and φMin
being max/ min values of relevant variables. These val-
ues are significantly lower than the theoretical maximum
values of CR = 1 and Cφ = 180
◦.
Figure 3 shows the simulated dependence of the am-
plitude and phase of the rf spectroscopy signal measured
by the atomic magnetometer on the resultant magnetic
field. Moving along rows/ columns of Fig. 3 is equiva-
lent to a variation in the yˆ/ zˆ component of the resultant
magnetic field. Firstly, we consider changes in the signal
profile with B′z for B
′
y = 0, i.e. plots in the middle col-
umn of Fig. 3. Complete compensation of the primary
field component in the resultant magnetic field monitored
by the atomic magnetometer (B′y = 0, B
′
z = 0) leads to
an increase in amplitude and phase contrast (CR = 0.44
and Cφ = 124
◦, central plot in third row of Fig. 3) in
respect to previously quoted values, but still does not
produce maximum contrast values. The reason is that
for | ~B′| = 0 the signal amplitude becomes R=
√
b2y + b
2
z,
where the high contrast component by is reduced by the
slowly varying offset of bz (Fig. 2). The phase of the
rf spectroscopy signal (φ) changes by 180◦, only when
there is a change of the sign in the numerator and a
singularity in the denominator. This indicates that the
condition for achieving maximum contrast, with respect
to the zˆ axis components, is when B′z+bz,max = 0. In the
following, we refer to this condition, along with B′y = 0,
4as the compensation point. Fig. 3 confirms that the
maximum amplitude and phase contrast is observed for
B′z + bz,max = 0, in each column, i.e. for an arbitrary
value of B′y.
Moving right/ left from the compensation point
amounts to the addition of a negative/ positive reference
level. This induces a symmetry change of the profiles
observed on either side of the compensation point. The
amplitude and phase contrasts (CR = 1, Cφ = 180
◦)
do not deteriorate in the vicinity of the compensation
point as long as |B′y| ≤ by,max. In the vicinity of the
compensation point, modelling predicts phase jumps in
the magnetic resonance signal by nearly 180◦ over the
recess area. The reason for the sudden phase change is
the presence of a z component in the resultant rf field in
the denominator of the arctan function that defines the
phase of rf spectroscopy signal.
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FIG. 4. (a) Amplitude and (b) phase contrast measured for
different locations of the compensation coil above the vapour
cell from the compensation point. Green squares in (a) repre-
sent the change of the rf spectroscopy signal amplitude. Solid
red/ blue line shows the amplitude/ phase contrast in the
absence of a compensation field.
We adapt as a testbed for the experimental exploration
of rf magnetic field compensation, changes in the ampli-
tude and phase of the rf spectroscopy signal recorded
with an rf coil scanned across defect in the form of re-
cesses (24.5 mm diameter, 2.4 mm deep) in 6 mm thick
plate of aluminium and carbon steel [15, 16]. We be-
gin our studies from the realization of the compensation
point. Experimentally, this is achieved by tuning the
distance between the compensation coils and the vapour
cell (Fig. 1). The coil located above the vapour cell
is positioned on axis with the rf coil producing the pri-
mary field. The optimum location of this coil along zˆ is
established by minimising the amplitude of the rf spec-
troscopy signal over the recess. The position of the other
compensation coil can be adjusted in all three directions
[21]. The presence of this coil is particularly important in
measurements with objects with a high magnetic perme-
ability, where a misalignment of the rf coil with respect
to the surface normal of the sample results in signifi-
cant By, Bx components of the primary field. Figure 3
indicates that compensation in the horizontal direction
results in symmetric amplitude and phase profiles. This
factor is utilised in searches for the compensation point.
Figure 4 shows the changes in (a) amplitude, CR (red
diamonds), and (b) phase, Cφ, contrast as a function of
the distance of the vertical coil from the compensation
point along zˆ. The measurement was performed with the
aluminium plate. Green squares in Fig. 4 (a) represent
the change of the rf spectroscopy signal amplitude mea-
sured in the centre of the recess. Both plots confirm the
the contrast is maximised at the compensation point. For
reference, we show the amplitude/ phase contrast value
recorded without rf compensation fields [red/ blue solid
horizontal line in Fig. 4 (a)/ (b)].
Figure 5 (a)-(c)/ (g)-(i) shows the amplitude/ phase
images of 64× 64 mm2 area of a 6 mm thick carbon steel
plate containing a 24.5 mm diameter recess that is 2.4 mm
deep recorded for three values of the horizontal compo-
nent of the compensation rf field. The vertical cross-
sections through the centre of the amplitude/ phase im-
ages are shown in Fig. 5 (d)-(f)/ (j)-(l). They are equiva-
lent to the calculated amplitude profiles from the second
row of Fig. 3. The cases illustrated in Fig. 5 (b)/(e),
((h)/ (k) represent the compensation point. Near the
compensation point, the amplitude image produced by
a recess is symmetrical, i.e. two maxima correspond-
ing to rising and falling edges. This results from zeroing
the primary field that sets the background reference for
changes in the secondary field generated by the magneti-
sation (R ∼ |by|). The bright maximum in Fig. 5 (b) is
surrounded by a dark ring, in other words, the profiles
created by the two recess edges are not perfectly symmet-
rical. This might be due to imperfect compensation of
the static magnetic field, in addition to the rf fields. Im-
perfect compensation of the static magnetic field, i.e. a
variation of the ambient magnetic field, is equivalent to a
change in the direction of the atomic magnetometer axis,
which could affect the observed image [see following sec-
tion, Fig. 7 (b) and (c)]. This could be minimised by in-
creasing the operating frequency. The magnetic response
of the sample can be thought of in terms of changes in
the rf coil inductance. Inhomogeneity in the magnetisa-
tion across the plate would be seen as a variation of the
primary field strength, meaning rf field compensation is
valid only locally. Change of the rf field strength moni-
tored by the magnetometer can be seen by the variation
5FIG. 5. (a)-(c)/ (g) - (i) The measured change of the amplitude/ phase of the rf spectroscopy signal over a 64 × 64 mm2
area of a 6 mm thick carbon steel plate, containing a 24 mm diameter recess that is 2.4 mm deep, recorded for three values of
the horizontal component of the compensation rf field around compensation point. (d)-(f)/ (j)-(l) The vertical cross-sections
through the centre of the amplitude/ phases images. The images have been recorded at 114.2 kHz.
in the background level. There is a change in the shape
and symmetry of the amplitude profiles on either side
of the compensation point, related to the passage from
R=|by+B′y| [Fig. 5 (d)] through R ∼ |by| [[Fig. 5 (e)]] to
R = |by−B′y| [Fig. 5 (f)]. The phase contrast decreases as
we move away from the compensation point, Fig. 5 (g)-
(i). Importantly, the area where the phase departs from
its background value decreases away from the compensa-
tion point. This might have practical consequences in a
measurement with a coarse spatial step, since the phase
change generated by the recess could be non-visible as it
would be equivalent to spatial integration of the phase
change over a larger area.
The benefit of rf compensation can be demonstrated in
the experiment with an increased lift-off distance, 6 mm -
7 mm. The starting point for this is the measurement of
the phase contrast in the standard configuration (the rf
coil producing the primary field located 1 mm - 2 mm
above the sample surface, no rf compensation). The
phase contrast for a case of a 12 mm diameter recess
that is 2.4 mm deep in a 6 mm thick aluminium plate
is Cφ = 40
◦. An increase of the lift-off (6 mm - 7 mm)
results in a reduction of the strength of the primary field
at the sample, and consequently, the secondary field. At
the same time, for a fixed distance between the vapour
cell and the sample, Fig. 1, the primary field compo-
nent monitored by the atomic magnetometer increases.
This causes a reduction of the recorded phase contrast
to Cφ = 20
◦. With the addition of the compensation
rf field we were not only able to recover the initial phase
contrast value but even increase it to its maximum value,
Cφ = 180
◦.
The atomic magnetometer evaluates the oscillating
magnetic field strength through the measurement of the
atomic Zeeman coherence amplitude produced by this
field in the atomic vapour polarized along the direction
of the static magnetic field, ~Bbias [22]. Since only mag-
netic fields oscillating orthogonally to the ~Bbias direction
can generate atomic coherences, the magnetometer is in-
sensitive to rf fields along ~Bbias. For ~Bbias aligned along
zˆ, this property of the atomic magnetometer is equiv-
alent to the first part of the compensation condition,
B′z + bz,max = 0, i.e. the absence of the z-component
of the resultant rf field in the magnetometer signal. Fig-
ure 6 shows the modified measurement setup used in the
demonstration of this type of compensation. The static
6PUMP
PROBE
BIAS 
FIELD
BALANCED 
POLARIMETER
CELL
FLUXGATE
rf COIL
SAMPLEX
Y
Z
rf COMPENSATION COIL
FIG. 6. Modified experimental setup with ~Bbias along zˆ. The
pump laser beam orients the atomic vapour along the direc-
tion of the bias field. The horizontal components of the pri-
mary field are compensated in the vapour cell by a set of two
rf coils oriented along the xˆ and yˆ directions.
bias magnetic field is directed along zˆ and set to the
same strength used in previous measurements (equiva-
lent to Larmor frequency about 12.6 kHz). The pump
laser beam is aligned along the bias magnetic field. In-
strumentation includes a set of rf coils compensating the
horizontal components of the primary field. The posi-
tion of these compensating coils is varied such that the rf
spectroscopy signal is minimised without the sample, in
other words, to compensate the horizontal components
of the primary field (B′x = 0 and B
′
y = 0). In this modi-
fied configuration the amplitude (R=
√
(bx)2 + (by)2) and
the phase (φ = arctan bxby ) of the rf spectroscopy signal
reflects variations in the amplitude and phase of the hor-
izontal components of the secondary field.
FIG. 7. The measured change of the amplitude of the rf
spectroscopy signal over a 64× 64 mm2 area of a 6 mm thick
aluminum plate, containing a 24 mm diameter recess that is
2.4 mm deep, recorded with three measurement configura-
tions: (a) without rf field compensation, (b) with compen-
sation performed with two rf coils (Fig. 1), (c) and with a
rotated bias magnetic field and compensation coils (Fig. 6).
Figure 7 illustrates the benefits of, and differences be-
tween, the two compensation schemes discussed. It shows
the images of a 64 × 64 mm2 area of a 6 mm thick alu-
minium plate containing a 24 mm diameter recess that
is 2.4 mm deep recorded in three different configurations:
(a) without compensation, (b) with compensation per-
formed with two rf coils, and (c) with a rotated bias
magnetic field and compensation coils. The images rep-
resent the change of the amplitude of the rf spectroscopy
signal. As mentioned before, for the uncompensated case
(a) the recorded profile shows a variation of the verti-
cal component of the secondary field. In the compen-
sated cases, the images show the xˆ horizontal component
(b) and both horizontal components (c) of the secondary
field. The difference in the symmetry of the images re-
sults from the change of the direction of the bias field.
In the case shown in Fig. 7 (b) ~Bbias is directed along
the xˆ axis and therefore only signatures produced by the
recess edges parallel to that direction are present in the
recorded profile (in other words, the edge parallel to ~Bbias
produces an oscillating secondary field perpendicular to
~Bbias that can be seen by the magnetometer). In the case
shown in Fig. 7 (c), ~Bbias is directed along the zˆ axis and
the recorded profile shows the whole contour of the re-
cess. We have calculated the amplitude contrast, CR, as
defined previously for the three images. The numbers
confirm [(a) CR = 0.04; (b) CR = 0.77; (c) CR = 0.79]
that implementation of the compensation schemes allows
easier identification of the structural defects in the am-
plitude images. In the case of the modified geometry, the
phase of the rf spectroscopy signal shows a vortex cen-
tered on the recess. In the ideal case of the rf coil per-
pendicular to the surface of the sample, optimum com-
pensation (i.e. defined by the compensation condition)
could be achieved only with the proper geometry of the
atomic magnetometer (i.e. without compensation coils).
In the case of the rf coil tilted with respect to the surface
normal, compensation with only the atomic magnetome-
ter aligned along the primary field direction would result
in mixing of the secondary field components. This will
be manifested by asymmetries in the Fig. 7 (c) image. In
this case, the optimum compensation could be achieved
by aligning the atomic magnetometer’s insensitive axis
orthogonal to the sample surface and implementation of
compensation coils in the horizontal plane.
We have demonstrated two simple methods for im-
provement of the contrast in the images representing the
variations of the amplitude and phase of the rf spec-
troscopy signal recorded by the atomic magnetometer
in eddy currents NDT measurement. The methods are
based on compensation of the components of the resul-
tant rf magnetic field monitored by the atomic magne-
tometer by either a set of coils or the geometry of the
measurement. Reduction of the amplitude of the rf sig-
nal monitored by the atomic magnetometer through the
compensation process does not compromise the ability
for defect detection. On the contrary, monitoring of the
signal phase in compensated configuration provides the
option of clear (180◦ phase change) signature of the in-
homogeneity.
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